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Locations-of Fuses

Mains fuses are-3A,

Slo-Blo, 25
HI#1

To-access power supply fuses,
remove top-and-bottom-covers,
electronics cover, and-perforated
power-supply-cover.

/ Power Supply fuses

Fuses-are 2A, 5X20mm,
FastActing, 250V
HL#2348






 




 

